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1151-174 Is Coronary Thermodilution as Accurate as Doppler 
Velocity for Measuring Coronary Flow Reserve? 
William F. Fearon, Leora 8. Balsam, H. M. Omar Farouque, Anthony D. Caffarelli, 
Robbert C. Robbins, Peter J. Fitzgerald, Alan C. Yeung, Paul G. Yock, Stanford 
University, Stanford, CA 
Background: Thermodilution coronary flow reserve (CFRthermo) IS a new technique for 
measuring coronary flow reserve (CFR) using a coronary pressure wire and based on the 
ability of the pressure transducer to also measure temperature changes. CFRthermois 
defined as the mean transit time of room temperature saline injected down the LAD at 
rest divided by the mean transit time at maximal hyperemla. 
Methods: In an open-chest pig model, CFRthermoin the left anterior descending (LAD) 
artery was measured and compared to flow reserve from a Doppler wire (CFR doppler), 
and an external flow probe placed around the LAD (CFRfkxv). In 6 pigs, CFR was mea- 
sured by all 3 means in the normal LAD and after creation of an epicardial LAD stenosis. 
In order to determine the added effect of microvascular disease, measurements of flow 
reserve were also performed after disruption of the coronary microcirculation using 
embolized microspheres. lntracoronary papaverine (20 mg) was used to induce hypere- 
mia. 
Methodr and Results: Twenty-three patients (age 52 * 8 years) were studied. A total of 
129 PVs were assessed with AcuNav (Acuson) and 80 PVs with 9MHz (Boston Sci) ICE. 
After RF ablation, peak Doppler velocity at PV ostium increased from 52 * 17 to 74 t 24 
cm/s and gradient increased from 1.2 * 0.7 to 2.4 c 1.4’ mmHg, *p < 0.01. Ablation also 
resulted I” an acute decrease in PV cross-sectional area (CSA) from 3.1 f 1.8 to 1.9 * 
1 .I’ err?, increase in wall thickness from 0.7 f 0.2 to 1.6 f 0.7’ mm and loss of its normal 
motility throughout the cardiac cycle: %change decreased from 27 * 14% to 20 * 8%’ 
(Fig), ‘p < 0.01. Unablated PVs remained unchanged. 
Conclusion: RF ablation resulted in acute increases in PV flow velocity and wall thick- 
ness and decreases in CSA and motility, although no significant pulmonary stenosis was ’ 
observed. ICE provides.useful information about PV status in RF catheter ablation. 
Ablafsd PV Unablatud W 
Results: In a total of 31 paired measurements, CFRthermo correlated strongly with the 
reference standard CFRflow (r=O.89, pcO.001). CFRdoppler correlated less well with 
CFRflow (r=O.77, pcO.001). The correlation between CFRdoppler and CFRthermo was 
the least strong (rz0.72, p<O.OOl). 
Conclusion: Assessing CFR using a coronary thermodilution technique correlates better 
with absolute flow derived CFR than does CFR measured with a Doppler wire. 
1151-175 First Experience With Noncavitational Ultrasound 
Enhancement of Selective Cellular Delivery of Liquid 
Perfluorocarbon Nanoparticles to Angiogenic Sites 
Kathrvn C. Crowder, Michael S. Hughes, Jon N. Marsh, Michael J. Scott, Lorl Chinen, 
Thomas D. Harris, Gregory M. Lanza, Samuel A. Wickline, Washington University School 
of Medicine, St. LOUIS, MO, Bristol-Myers/Squibb. N. Billerica, MA 
Background: Given that ultrasound (US) has been proposed as an adjunctive method to 
enhance delivery of drugs in conjuncnon with microbubble cavitation. we sought to delin- 
eate its use for noncavitationaldepot drug delivery with the use of targeted liquid perfluo- 
rocarbon nanoparticles (PN’s). We have previously demonstrated the potential for PN’s 
to deliver agents and kill cetls selectively upon binding to specific cellular epltopes, and 
have confirmed the opportunity to image these targeted PN’s simultaneously with US or 
MRt. We sought to speciflcalty target cells expressinga&, an integrtn involved in angio- 
genesis in plaque growth and restenosis, and to enhance the delivery of PN’s with clini- 
cal levels of us energy. 
Methods: PNs were complexed with ligands targeted to a& and incubated with cells 
(MDA-435) that express a& in cukure. Control PN’s were produced that carried no 
ligand to a& A custom specimen holder permitted simultaneous visualization of cell 
interactions (Nikon Diaphot 300). Exposure to calibrated levels of US energy was 
imposed (Mkl.9; exposure time: 5 min; 2-3 MHz phased array transducer: Acuson 
3Va2). Perfluorocarbon content (PFC) measured by gas chromatography was used as a 
tracer to confirm delivery of particles to cells. 
Results: After PN bindlng to cells and application of US, a z-2.fold Increase in deposition 
of PFC to the cells was observed (2.67 +/- 0.34 vs 1.12 +/- 0.07 micrograms, with and 
without US respectively, pcO.005). For control PN’s (nonbinding), US also Increased 
PFC deposition, but the overall level was significantly less. We observed that PN’s were 
not destroyed by US and that acoustic radiation forces (primary and secondary) may 
have participated in the enhanced delivery. 
Conclusion: Enhancement of cellular interaction with targeted PN’s is feasible by non- 
cavitationat mechanisms. Accordingly, US enhanced delivery of tracers or drugs to a 
wide variety of pathologic tissues may be useful for augmenting drug delivery after tar- 
geting, while limiting untoward effects on other tissues. 
1151-176 Acute Pulmonary Vein Reaction to Radiofrequency 
Catheter Ablation for Atrial Fibrillation: Assessment 
Using Intracardiac Ultrasound 
Hideaki Kanzaki, John Gorcsan. tit, L. Elif Sade. Donald A. Severyn, David 
Schwartzman, University of Pittsburgh, Pittsburgh. PA 
Background: Radiofrequency (RF) catheter ablation of pulmonary vein (PV) ostia is a 
novel therapy for atrial fibrillation. However, PV stenosis after the procedure has been a 
recent concern. To assess the acute effects of RF ablation, features of PVs were ana- 
lyzed using left atrial intracardiac echo (ICE). 
1151-177 Intravascular Ultrasound Plaque Characterization: 
Spectral Analysis and Tissue Maps 
Anuia Nair, Danielta Catveni, Barry D. Kuban, Paul Schoenhagen, Steven E. Nissen, E. 
Murat Tuzcu, D. Geoffrey Vince. The Cleveland Clinic Foundation, Cleveland, OH, Case 
Western Reserve University, Cleveland. OH 
Background: Current diagnostic modalities do not allow reliable m viva characterization 
of atherosclerotic plaques. Spectral analysis of backscanered IVUS data provides infor- 
mation on plaque composrtion beyond the standard gray-scale display. Methods: Data 
were collected ex viva from 51 left anterior descending coronary arteries, with 30 MHz 
IVUS transducers in Saline at physiologic pressure. Regions of interest (Rot), selected 
from histology, compwed 101 fibrous(F), 56fibro-lipidic (FL), 50 calcified (C) and 70 cal- 
cified-necrotic (CN) regions. Spectra of tVUS data, identified for each Rot, were used to 
calculate spectral parameters. Various spectra were computed from mathematical mod- 
els for data representing Rots of decreasing wes (480, 240. 120 Fm) to increase spatial 
accuracy of tissue maps. Statistical schemes were computed with the spectral parame- 
ters from 75% of the data. The remaimng data were utilized to assess the accuracy of 
these schemes. Color-coded tissue maps were visualized for plaque composition. 
Results: The spectrum that performed best, correctly identified 90.4% of F. 92.8% of FL, 
90.9% of C. and 92.8% of CN in the training data set and 79.7%. 81.2%, 89.5%, 85.5% in 
the test data, respectively, with high specificities (90-100%). Conclusion: Coronary 
plaque composltion can be predicted using tVUS radiofrequency data analysis. Autore- 
gressive mathematical spectral classification schemes provided accurate tissue maps of 
plaque with increased spatial accuracy. 
1151-197 Vulnerable Plaque Diagnosis by a Self-Contained 
Intravascular Magnetic Resonance Imaging Probe in Ex 
Vivo Human lnsitu Coronary Arteries 
Jacob Schneiderman, Robert L. Wltensky, Assaf Weisse, Eitzik Samouha, Lev Muchnik, 
Gil Alexandrowicz, Malta ChewZIon, Mordechay T. Ilovich. Moshe Flugelman, Erez 
Golan, Renu Virmani, Armed Forces tnstitute of Pathology, Washington, DC 
Background: To evaluate the efficacy of a novel intravascular MR probe in diagnosing 
vulnerable plaques (VPs) within ex-viva insitu human coronary arteries. 
Methods: A novel self-contained MRI probe has been developed, which requires no 
external MRI set-up for producing local high resolution images. The probe has been inte- 
grated into an intravascular catheter. Fourteen fresh postmortem hearts from patients 
suspected of coronary death underwent selective coronary anglography, yielding 7 
hearts with coronary atherosclerosis. Eighteen intermediate proximal lesions (within 6cm 
from origln)..each presenting stenosis in the range of 30%-60%, were designated for MR 
assessment and comparative histological validation. MR acquisition with the MR catheter 
was performed at preselected coronary lesions, with the MR probe gently applied to the 
luminal surface. The experimental set-up was designed to mimic coronary catheteriza- 
tion, thereby, intra-coronary pulsatile saline perfusion was maintained during acquisition. 
MR measurements were performed at 4 different angles along the circumference at each 
site (90 degrees apart). Each segment which underwent MR evatuatlon was also exam- 
ined histologically by a trained pathologist unaware of the MR data, and the MR diagno- 
sis was subsequently matched against histological diagnosis. 
Results: Fifteen out of 18 lesions were accurately diagnosed as VP (3), or nonVP (12). 
There were two false positive diagnoses of VP, and one missed ruptured lesion, where 
lipid-rich necrotic material was replaced by laminating thrombus. 
Conclusions: The self-contained intravascular MR probe has been demonstrated as an 
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effective diagnostic tool for intracoronary assessment of vulnerable plaques, with diag 
nostic accuracy of 63%. This novel modality may provide guidance for future selective 
intracoronary treatment for VPs prone to rupture. 
1151-198 Qualitative Results of lntracoronary Imaging During 
Balloon Inflation With Optical Coherence Tomography 
in Humans 
Olivia Manfrim, Nicholas J. Miele, Barry L. Sharaf, Edward McNamara. David 0. 
Williams, Rhode Island Hospital, Providence, RI, Brown University Medical School, 
Providence, RI 
Background: lntracoronary imaging with optical coherence tomography (OCT) is limited 
by the presence of red blood cells. Imaging from the lumen of an inflated balloon catheter 
is a potential solution. The aim of this study was to assess the feasibility and safety of 
intra-lumenal OCT during balloon inflation. Methods: Digital images were collected using 
a 0.014 imaging wire positioned in the guide wfre lumen. Results: We studied 10 pts for a 
total of 13 OCT imaging runs (6 native coronary artery and 5 vein graft). Inflated balloon 
diameters ranged from 1.5-2.5 mm. Mean coronary reference diameter was 3.15 + 0.47 
mm (range 2.25-3.27 mm). Both stented and non-stented segments were imaged. Mean 
inflation duration was 46.3 + 25.9 sec. Interpretable image runs were obtained in 9/10 
pts. Within stented segments, struts were seen as sharp, undistorted with spatial resolu- 
tion superior to intravascular ultrasound. Within non-stented segment, layers of the arte- 
rial wall were easily distinguished (intimal hyperplasia. media and adventitia) and in 
narrowed segments the effects of balloon inflation on arterial architecture were quantifi- 
able. No pt had a major adverse coronary event (death, myocardial infarction, need of 
urgent bypass surgery) during the procedure or after it. Also, no pt experienced any cor- 
onary arterial complication (dissection, occlusion or thrombosis) or an elevation of post- 
procedure CK. Three pts developed transient ST elevation during balloon inflation and 1 
pt experienced chest pain. Conclusions: OCT imaging using an imaging wire during intra- 
coronary balloon inflation is feasible and safe. High quality images can be obtained and 
provide unique arterial anatomic information. The development of ischemia as a conse- 
quence of balloon inflation limits the duration of imaging. 
1151-199 Hyperemic Pulse Transmission Coefficient: A Novel 
Index for the Functional Assessment of Microvascular 
Integrity Following Percutaneous Coronary 
Interventions 
David Brash, Stuart T. Higano. David Ft. Holmes, Jr., Amir Lerman, Mayo Clinic 
Foundation, Rochester, MN 
Background: Pulse transmission coefficient (PTC) is a novel non-hyperemic parameter 
that calculates the transmission of high frequency components of the pressure signal 
through a stenosis. It correlates with fractional flow reserve and increases after percuta- 
neous coronary intervention (PCI). Hyperemic PTC may reflect the change in resistance 
to flow imposed by acute microvascular dysfunction and may Identify patients at risk for 
events after PCI. This study was designed to test the hypothesis that hyperemic PTC 
may serve as an index for microvascular integrity following PCI. Methods: Pressure sig- 
nals were obtained by pressure wire in 27 pts. (27 lesions) with stable angina who under- 
went PCI. Rest and hyperemic PTC were calculated, at baseline and post PCI, as the 
ratlo between distal and proximal high frequency components of the pressure waveform 
across the lesion. Results: Based on in-hospital major adverse cardiac events occur- 
rence, patients were divided to group A (n=23) with uneventful procedure, and group B 
(n=4) with post procedure non-Q-wave myocardial infarction. At baseline, hyperemic 
PTC was significantly lower than rest PTC in both groups. After PCI, hyperemic PTC was 
still lower than rest PTC only in group A, whereas it was significantly higher than rest 
PTC in group B (Table). Conclusions: PTC is a novel non-hyperemic parameter for phys- 
iologic assessment of coronary stenoses. Hyperemic PTC may serve as qn adjunct index 
for the functional assessment of microvascular integrity following PCI. 
Rest and Hyperemic PTC at Baselm and Following PC1 
Baseline Post PCI 
Rest PTC Hyperemic PTC P value Rest PTC Hyperemic PTC P value 
Group A 0.14t0.16 0.02iO.03 
(n = 23) 
Group B 0.27kO.14 0.04+0.02 
(n = 4) 
<O.Ol 0.85*0.11 0.47+0.22 <O.Ol 
<0.05 0.67kO.07 0.69*0.04 co.01 
1151-200 Quantitative and Qualitative Image Comparison 
Between Intravascular Ultrasound and Optical 
Coherence Tomography 
Nicholas J. Miele, Olivia Manfrini, Barry L. Sharaf, Edward McNamara, Lynne L. 
Johnson, David 0. Williams, Rhode Island Hospital, Providence, RI, Brown University 
Medical School, Providence, RI 
Background: Optical coherence topography (OCT) represents a promising new technol- 
ogy for intracoronary imaging. The aim of this study was to compare OCT to intravascu- 
lar ultrasound (IVUS) imaging in viva porcine coronary arteries. Methods: A new retro- 
flush OCT catheter was used to obtain images. A 50% contrast and 50% lactated ringers 
solution was injected to remove blood from the field of wew. Both OCT and fVUS pictures 
were obtained with digital acquisition systems. We compared 13 images: 2 left main cor- 
onary artery, 5 left anterior descending artery (LAD), 2 diagonal, and 4 right coronary 
artery). For each image run muttiple measurements and qualitative analysis were per- 
formed. Results: Imaging runs with the retro-flush catheter were similar in duration to 
those from IVUS. Both cross-sectional and longitudinal views were obtained. Both 
devices tracked the guide wire easily. 26 paired measurements of external elastic mem- 
brane diameter were compared between IVUS and OCT. There were no differences 
between IVUS 3.31mm * 0.66mm and OCT 3.46mm * 0.75mm, p = 0.48. Layers of the 
arterial wall were more distinguishable with OCT than with IVUS. OCT allowed for better 
locakzation of the side branch origin as well as better visualization of the distal artenal 
features. Additionally, peri-arterial venous structures not seen with IVUS were identifiable 
by OCT. An induced wire dissection was not detected by IVUS but was readily identifi- 
able by OCT. There were no complications with either the IVUS or OCT imaging acquisi- 
tion. Conclusions: OCT provided comparable quantitative image measurements with 
IVUS but defined qualitatwe vessel features more precisely. 
1151-201 Mechanical Safety of the Contact With the Wall 
Coronary Thermography Methods: Comparison With 
Catheters and Guidewires 
Leonidas D. DiamantODOUlOS, P. Xiaoshun, L. Shengqiao, Walter Desmet. J. Dens, Ivan 
De Scheerder, Frans J. Van de Wed, University Gasthuisberg, Leuven, Belgium 
Background: Due to the current technical limitations of performing non-contact intravas- 
cular thermography, sensor-based thermography is being currently used to assess arte- 
rial wall temperature. Sensors include thermistors and thermocouples. In order for these 
sensors to give a measurement, good thermal contact with the arterial wall has to be 
established. The purpose of this study was to examine the safety of such a “thermal con- 
tact” and evaluate the impact on the arterial wall. 
Methods: As a thermographic system we used the ThetmoSense (Thermocore Medical 
Systems Ltd. UK) device. The system is using a thermography catheter with 4 thermistor 
sensors attached at the end of super-elastic projections. When the catheter is in measur- 
ing configuration, the sensors come in close contact with the arterial wall and a motorized 
pullback is engaged to map the three dimensional distribution of temperature. We stud- 
ied the proximal right coronary artery in 10 non-atherosclerotic pigs. Pigs were separated 
in 2 groups: In group A (5 pigs) we performed a single thermographic scan for a total 
length of 40mm, using a pullback speed of 0,3mmIsec. In group B we performed a single 
pullback (same length and speed) of a stent (3.0/16mm) catheter without inflating it. Ani- 
mals were sacrificed immediately, and histology and electron microscopy were per- 
formed. 
Additionally, we measured the force applied on the arterial wall using a very sensitive 
pressure meter (Kern Inc, Germany). Measurements were also performed in the case of 
commonly used coronary guidewires and catheters 
Results: Scanning electron microscopy showed that in the case of thermography the 
sensors caused impairement of the endothelium that was strictly limited to the sensor- 
wall contact area, while the basic membrane was left unharmed. Denudation was worse 
in the case of the uninflated stent catheter. 
Wall pressure measurents showed that contact thermography does not apply higher wall 
pressures than standard guidewires and catheters. 
Conclusions: All intracoronary catheters have an impact on the endothelium and its 
function. However, when these devices are carefully used, risks of events are extremely 
low. 
1151-202 Benefits of Intracardiac Echocardiography in the 
Guidance of Percutaneous Transcatheter Closure of 
Atrial Septsl Defect and Patent Foramen Ovale 
Anthony Licata Howard C. Herrmann. Vincent Y. See, Jr., Phillip A. Horwitz, John W. 
Hirshfeld. Jr., Susan E. Wiegers, Martin G. St. John Sutton, Frank E. Silvestfy, Hospital 
of the University of Pennsylvania, Philadelphia, PA 
Background: Both transesophageal echocardiography (TEE) and intracardiac echocar- 
diography (ICE) are used to guide the percutaneous transcatheter closure (PTC) of 
secundum atrial septal defects (ASD) and patent foramen ovale (PFO). It is not known 
whether ICE and TEE are equivalent in this regard. 
Methods: We retrospectwely compared 22 TEE guided vs. 23 ICE guided PTC in 45 
consecutive patients (30 PFO; 15 ASD; mean age 50: 44% male). Adequate visualization 
of the septum, successful device deployment, catheterization lab room time, procedure 
time, fluoroscopy time, total physician time (defined as the sum of individual physician 
procedure times), and imaging-related (defined as those being directly related to the ICE 
catheter or TEE probe) complications were analyzed. We also compared TEE and ICE in 
24 patients in whom a TEE performed prior to ICE guided PTC was available to examine 
specific echocardiographic features of the septum. All TEE guided PTC were performed 
using general anesthesia for safety and comfort. 
Results: Procedural success rates were similar in both TEE and ICE guided PTC (95 vs. 
96%. p=NS), with failure occurring in 1 patient wth an ASD diameter exceeding the max- 
imum device size and in 1 with a PFO unable to be crossed with a guidewire. Room time 
was significantly greater in the TEE vs. ICE guided PTC (110 vs. 89 min, p=O.O2). as was 
total physician time (207 vs. 153 min, p<O.OOl), but procedure time (69 vs. 68 mm. 
p=NS) and fluoroscopic time were not significantly different (11 vs. 11 min, p= NS). There 
were no major PTC or imaging related complicattons in either group. Among echo Vari- 
ables, when TEE was compared to ICE, there were no significant differences in interatrial 
septal mobility (mean difference 0.9 f 6.4 mm, p=NS), mean PFO tunnel length (1.7 + 
3.5 mm. p= NS), and mean ASD diameter (-1 .I * 3.0 mm, p=NS). Analysis of Color Dop- 
pler flow across the defect showed good agreement between modalities (Kappa 0.62, 
p=O.O02). 
Conclusions: Procedural success and Imaging related complications were similar in 
